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Unison UK-Phenyl Cadenza CW-C18
Unison UK-C8 Cadenza CX-C18
Unison UK'C18 Cadenza CD-C18 1 OO X 4.6 mm HPLC COLUMN APPL'CAT'ON

OFN  No.TID69E

Clarithromycin (Macrolide antibiotic)

CH3 clarithromycin

M Unison UK-Phenyl

L Unison UK-C8

Cadenza CW-C18

| Cadenza CX-C18
L Unison UK-C18
L Cadenza CD-C18
(I) 5I 1IO 1|5 min

100 x 4.6 mm

A: 100mM ammonium formate

B: 100mM ammonium formate / acetonitrile = 10 / 90
10-100%B (0-15min)

1.0mL/min (11MPa), 37°C

ELSD (spray chamber 30°C, drift chamber 60°C)
10pL (1.0mg/mL, 100mM ammonium formate)
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