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Elution Mode Comparison of High-Throughput Separation

This is an elution mode comparison of high-speed separation by the small column Cadenza CD-C18.  

The 3um small particle packings in Cadenza CD-C18 makes high-speed separation by a small column 
possible.  In this case, the standard choice of isocratic and gradient elution modes is shown above.  In 
the isocratic elution, four types of paraben antibacterial chemicals were analyzed in about 15 seconds.  

In the gradient elution, we eluted 7 types of parabens in an average of 40 seconds despite  a great 
difference in polarity among alkyl chain lengths.  

Even in high-speed separation using small columns, the following usage of elution modes works for 
target ingredients with different polarities.

(1) For solutes with similar polarities : high-speed isocratic elution
(2) For solutes with different polarities : high-speed gradient elution

Cadenza's best performance is achieved by selecting the optimal elution mode.

Shorter Separation Time by Optimal Elution Mode
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ISOCRATIC GRADIENT

A: water, B: ACN
40-100%B ( 0-18 sec )
100%B ( 18-60 sec )
1.2 mL/min
7.5 MPa
37 deg.C
UV at 270 nm 

water / ACN = 45 / 55
2.0 mL/min

13.2 MPa
37 deg.C

UV at 270 nm

n-alkylparabens

CO-R

O

HO
(R= C1 - C7)

Cadenza CD-C18 の微小カラムによる超高速分離に関する溶出モードの比較です。

３μｍ微小粒子充てん剤によるCadenza CD-C18は，スモールカラムによる超高速分離が可能です。
この場合，アイソクラティックとグラジエントによる溶出モードの選択の目安を上図に示しました。
アイソクラティック溶出の場合，防腐剤である４種のパラベン類に関し，従来数分かかっていた分離が
約１５秒で分析可能となりました。
グラジエント溶出の場合，アルキル鎖長による極性が大きく異なる７種のパラベンを約４０秒で均等に
溶出させることができました。
微小カラムによる超高速分離においても，目的成分の極性の違いにより，以下のような溶出モードの
使い分けが望まれます。

溶質の極性が類似している場合・・・・超高速アイソクラティック溶出�
溶質の極性が大きく異なる場合・・・・超高速グラジエント溶出�
�
上記の実例は，究極の溶出速度を追求したもので，流量は通常の３－５倍高い設定をおこなっていま
す。適度なカラムライフを考慮した高速分離には，３ｍｍカラムの場合，０．４－1mL/min程度が適当で
す。


